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Abstract

Single-mode optical nanofibres are a central component of a broad range of applications and emerg-
ing technologies. Their fabrication has been extensively studied over the past decade, but imaging of
the final sub-micrometre products has been restricted to destructive or low-precision techniques. Here
we demonstrate an optical scattering-based scanning method that uses a probe nanofibre to locally
scatter the evanescent field of a sample nanofibre. The method does not damage the sample nanofi-
bre and is easily implemented only using the same equipment as in a standard fibre puller setup. We
demonstrate sub-nanometre radial resolution at video rates (0.7 nm in 10 ms) on single mode nanofi-
bres, allowing for a complete high-precision profile to be obtained within minutes of fabrication. The
method thus enables non-destructive, fast and precise characterisation of optical nanofibers, with ap-
plications ranging from optical sensors and cold atom traps to non-linear optics.

Optical nanofibres (ONFs) offer a wide variety
of applications, ranging from optical sensors to
nonlinear components and couplers to plasmonic
and optomechanical systems [see1 and references
herein]. They also form the basis for emerging ex-
perimental platforms within cold atom physics2–7

as well as in nano- and bio-particle detection.8–10

The workhorse in these experiments is the intense
evanescent optical field extending out of the opti-
cal nanofiber. For instance, these fields have al-
lowed the generation of optical potentials for trap-
ping cold atoms with a single atom optical depth
as high as a few percent;3 while in nano- and
bio-imaging, trapping and detection of 5 nm silica
particles and 4 nm bio-molecules in solution has
been achieved.10 In such applications, a uniform
evanescent field is often required in order to en-
sure constant interaction strength over the length
of the ONF.

Several techniques are available to fabricate high
transmission ONFs, based on heating and pulling
or etching a standard step index optical fibre.11–15

For the heat-based methods, the theory describ-
ing the average resulting fibre shape is well under-
stood16 and likewise is the relationship between
the shape and the transmission.17 Experimentally
ONFs with transmission greater than 99% have
been demonstrated.11–13 Often however, fluctua-
tions in the fabrication process are responsible for
deviations from the desired shape. Fluctuations
occurring early in the pulling process affect the
optical transmission and can thus be identified di-
rectly during fabrication. On the other hand, fluc-
tuations occurring later in the process can lead to
an inhomogeneous evanescent field, without ap-
preciably affecting the overall transmission levels,
making them difficult to identify.

The general approach to characterise the evanes-
cent field of an ONF has been to image the di-
ameter of the ONF along its length. Imaging of
the ONFs with standard microscopy techniques
is difficult since the ONF diameter is compara-
ble to the diffraction limit. Scanning electron mi-
croscopy (SEM) can give very high resolution in
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both the radial and the axial directions, but it is
challenging to use the technique without damag-
ing the ONF. SEM images have been used to de-
termine the statistical reproducibility of the fab-
rication methods and generally show that ONFs
are structured with variations in diameter of sev-
eral percent.3,4,15,18–20 The SEM images are gen-
erally taken sparsely along the ONFs as continu-
ous imaging of a millimetre long ONFs would re-
quire several hundred images per millimetre. Due
to the limitations of SEM imaging a variety of al-
ternative methods have been employed to image
ONFs.20–27 Early work by Sumetsky et al. demon-
strated that the ONF radius could be determined
with nanometre resolution by scanning a partly
stripped fibre through its evanescent field and mea-
suring its the transmission.25 The method was lim-
ited by drag between the probe fibre (125 µm ra-
dius) and the sub-wavelength ONF and relied upon
SEM images for calibration, hindering widespread
application.26 Later approaches to measure ONFs
include stress strain analysis, nonlinear higher fre-
quency generation, scanning nearfield optical mi-
croscopy, use of microcavities and analysis of mul-
timode interference patterns.20–24,26,27

In this paper we return to the idea of measuring
transmission with a scatterer placed in the evanes-
cent field of a sample ONF. We overcome the prob-
lem of drag by using microfibres as probe fibres.
Further, we find that the multimode behavior in
the tapered section provides a mean for absolute
calibration of the radius eliminating the need for
SEM images and thus making the method fully
nondestructive. The technique is easily incorpo-
rated in standard heat-and-pull setups and can be
used independently of the ultimate application. In
practice, images of millimetre long ONFs can be
obtained within a few minutes of fabrication, al-
lowing for immediate quality control. We obtain
a radial resolution of 0.7 nm and an axial resolu-
tion of around 1 micron. We observe that even
high transmission ONFs can have fluctuations of
around 5% in their radius on length scales of tens
of micrometres, adversely affecting the uniformity
of the evanescent field.

Our approach to obtain a profile of a nanofibre,
referred to as the sample fibre, is to inject light into
it and step a second tapered probe fibre along it
with the two in contact while measuring the trans-

Figure 1: Illustration of the experimental setup. a)
Artistic illustration. b) Experimental setup. Light
from a 780 nm laser is split with a 50/50 beam-
splitter (BS). Half of the light is measured for in-
tensity stabilisation with a photodetector (PD) and
half is coupled into the sample fibre. A second
probe fibre is placed in contact with the sample
and stepped horizontally along the waist while the
transmission is monitored with a second photode-
tector (PD). The signals from the two photodetec-
tors are digitized with a data acquisition system
(DAQ).

mission, as shown in Figure 1. When the probe fi-
bre is in the thin region of the sample fibre, where
the evanescent field extends out into the surround-
ing air, a fraction of this light is scattered. By
measuring the resulting reduction in transmission
an estimate of the evanescent field intensity at the
probe fibre position is obtained.

Figure 2 a) shows an example of a transmission
measurement when stepping the probe fibre along
a sample fibre, with a 10 ms measurement time
at each step and 0.2 µm step size (See Support-
ing Information for details). As expected, we see
that far from the ONF region the probe has no
effect on transmission. As the probe approaches
the nanofibre section, the transmission drops to a
minimum near 60% of its maximal value. On the
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Figure 2: Transmission data. Normalised transmission measured as function of the probe fibre position
along the sample "fibre 1". a) Full profile of the ONF region. Each of the data points is an average of 10
ms measurements with 100 kHz sampling rate. b) Zoom in on the region where the fibre becomes single
mode. Measurement points have been connected as a guide to the eye. c) Zoom in on the large fluctuation
near the waist.

slopes of the tapered region a periodic modulation
is observed that dies out when the transmission de-
creases below 81%, as shown in the zoomed por-
tion of the plot in Figure 2 b). We attribute this
modulation to interference in the multimode sec-
tion of the ONF caused by the difference in propa-
gation constants between the fundamental and first
higher order guided modes, as also observed by
Hoffman et al. 24 At the point where the oscillation
dies out and the fibre becomes single mode the-
ory predicts the silica fibre radius to be 0.36λ ,28

providing a fixed point for absolute calibration be-
tween the measured transmission and the nanofi-
bre radius. Unexpectedly the transmission in the
central nanofibre region is not smooth. As can be
seen in figure 2 c), the transmission is highly struc-
tured with a variation up to 7% over 30 µm along
the ONF and finer structures giving rise to changes
in transmission of around 1%. For applications re-
quiring a uniform evanescent field such as a cold
atom trap this particular ONF would be non-ideal
despite no obvious signs of defects during fabrica-
tion and 98% transmission.

To quantify the relation between the ONF radius
and the transmission measurements we develop a
simple phenomenological model. ONFs can be
modelled as step index fibres where the core is
glass and the cladding is air.28–30 This model pre-
dicts the fraction of optical power that is inside the
ONF Pin(r) and the part which is contained in the
evanescent field Pout(r) as function of the ONF ra-
dius r (See Supporting Information for details). To
model the reduction in transmission T (r) caused
by placing a probe fibre onto it, we assume that
for a given probe a fixed fraction η of the power
in the evanescent field is scattered from the guided
mode so that:

T (r) =
Pin(r)+(1−η)Pout(r)

Ptotal(r)
, (1)

where Ptotal(r)=Pin(r)+Pout(r) is the total power.
The fraction of power outside the ONF at the point
where the fibre becomes single mode is 19% so
η = (1−Tsm)/0.19 can be determined experimen-
tally in situ for a given probe fibre by determining
the transmission (Tsm) at that point, as shown in
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Figure 3: Comparison with SEM measurements. a) The transmission data in Figure 2 is used to derive
the fibre radius using Eqn 1 with η = 1.00; results shown with the red points. The black points mark the
SEM data and the grey shading under the points is a guide to the eye. Each point is the average radius on
one image. Inset: Red points show the average over 3 µm bins of transmission measurements as function
of the SEM measured thickness. The blue line is modelled with η = 1.00. b) Zoom in on the region from
a) near the waist with dense SEM imaging. The scan data is averaged in 3 µm bins centred at the SEM
positions. c) 6 juxtaposed examples of the SEM images used to measure the sample fibre radius, each
image covers 3 µm of the fibre and is averaged giving one black point.

Figure 2 b). We note that due to coupling between
the inside and outside fields η can exceed unity, as
discussed in the Supporting Information.

To confirm that the observed structures in the
evanescent field are indeed caused by fluctuations
in the radius of the ONF we image the sample fi-
bre with a scanning electron microscope (SEM).
Evenly spaced images each covering 3 µm of the
ONF were taken every 100 µm along the tapered
region of the fibre, as well as closely spaced im-
ages covering the fibre continuously for 65 µm
near the fibre waist. The width of the ONF on the
SEM images is digitally recognised with a system-
atic uncertainty of ±10 nm, (as discussed in the
Supporting Information). The data of each SEM
image is averaged to obtain one measurement of
radius and the optical scan data of Figure 2 is con-
verted into a profile of the sample fibre radius us-
ing Eq. (??). Figure 3 a) shows the SEM data
overlayed with the sample radius derived from the
optical scan method. Taking the mean of the opti-
cal scan data in bins corresponding to the position
and size of the SEM images the two sets of data

can be statistically compared, giving a correlation
coefficient exceeding 0.99. While the model fits
for the single mode region of the fibre it starts to
deviate in the multimode region. We expect the de-
viation to be caused by the simplicity of our model
which assumes the same fraction of the evanescent
field to be scattered in both the single mode and
the multimode region. A full model is beyond the
scope of this paper. Figure 3 b) shows the region
of the nanofibre which has been densely imaged
with SEM together with the averaged bins of opti-
cal scan data. The optical scan data and the SEM
data have an average offset of around 1 nm. The
correlation coefficient in this region is 0.94 mak-
ing it apparent that the small fluctuations in trans-
mission are primarily caused by fluctuations in the
radius of the ONF sample.

To quantify the resolution and reproducibility of
the technique we profile a second ONF in greater
detail. First we profile the full tapered section and
evaluate the radius, shown on Fig. 4 a). This sec-
ond nanofibre is much more uniform than the first,
even though both were fabricated with very sim-
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ilar procedure and both exhibit 98% transmission
(See Supporting Information for details). This pro-
vides an example of why characterisation beyond
the standard transmission measurements done dur-
ing fabrication is essential to applications that rely
on uniformity of the evanescent field. We scan
both left to right and right to left and observe a
4 µm hysteresis, which we attribute to the drag
between the sample and the probe. This hysteresis
has been compensated for in both Fig 4 a) and b).
Second we profile 0.6 mm of the central waist sec-
tion 302 times in succession. During the measure-
ment time of 4 hours the transmission drops a total
of 2.1% which is comparable to what we would
expect without profiling the fibre, emphasising the
non-destructive nature of the method. To correct
for this systematic drift we scale each trace to fix
the transmission to the average of the right most
100 µm of data. As can be seen in Figure 4 b) the
measured radius is highly reproducible. The struc-
tures along the ONF axis are smooth on a length
scale of around 1 µm setting an upper bound on
the axial resolution. The standard deviation of the
transmission is 0.003 of an average transmission
of 0.631, corresponding to radial resolution in a
single 10 ms measurement of 0.7 nm.

To test the applicability of the technique when
changing the probe thickness the second ONF is
imaged with different thicknesses of the probe fi-
bre giving transmissions at the waist between 80%
and 10% (See Supporting Information for details).
Thicker probes are observed to provide signifi-
cantly higher radial resolution, but the increased
drag introduces irregular hysteresis effects. Deriv-
ing the radius of the ONF using Eq. ?? for differ-
ent probe thicknesses gives consistent results for
the radius in the waist region to within 5%.

Finally we investigate the profile dependence on
the input polarisation. The polarisation is observed
to change the relative transmission by up to 10%
at the waist (See Supporting Information). Main-
taining a stable input polarisation during the ex-
periment is therefore essential. We find that near
identical ONF profiles are obtained, independent
of input polarisation. This shows that our method
is robust to the input polarisation and that the input
polarisation remains stable in the experiment. Fur-
thermore the method allows characterisation of the
birefringence of the sample. When profiling the

Figure 4: Data for statistical analysis of the tech-
nique. a) The radius derived from 4 full scans
of the second sample with η = 0.82, left to right
scans (red points) have been compensated for
4 µm of hysteresis relative to right to left scans
(blue points). b) Data for the 302 scans near
the waist of the fibre marked with grey points.
The data has been compensated for hysteresis and
scaled to fix the average of the 100 µm right most
data points. The mean of all the scans is shown
with the red line.

ONF with several polarisation inputs the birefrin-
gence in the ONF would modify the observed pro-
files (as discussed in the Supporting Information).
The experiment thus shows that the characterised
ONF has negligible birefringence.

The axial and radial resolution obtained here is
sufficient to characterise the evanescent field uni-
formity of current fabrication techniques. In future
applications, if improved resolution is required,
the current limitations are mainly technical set by
the laser noise and polarisation fluctuations in the
fibre. Further intensity stabilisation, longer mea-
surement time and polarisation sensitive detection
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could bring the sensitivity deeper into the sub-
nanometre scale. A different approach to improv-
ing the resolution is to experiment with the probe.
As shown thicker probes can give improved reso-
lution, but at a cost of increased drag effects. Coat-
ing a thin probe fibre with a high contrast mate-
rial could provide higher scattering without caus-
ing increased drag.

The size of the structures in the nanofibre sur-
faces observed here is consistent with previous
SEM studies of fibre surface quality.3,4,15,18,19 The
full profiles of ONFs show that these structures can
cover the entire ONFs rather than being isolated
incidents. Our technique facilitates future experi-
ments to scrutinise the cause of these structures.

In summary, we demonstrate a method for quick,
precise and non-destructive characterisation of op-
tical nanofibres. With this method a complete
width profile of an optical nanofibre can be mea-
sured with sub-nanometre resolution within min-
utes of fabrication and independent of the fibres
final application. The availability of easy and fast
characterisation will allow highly uniform ONFs
to be selected for atom trapping and nonlinear op-
tics, bio sensors to be calibrated, and fabrication
methods to be optimised.
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Methods
The imaging method is implemented in our fi-
bre puller setup without requiring any major ad-
ditional equipment. The two computer controlled
micrometre stages (Newport 561-FH on MFA CC
via a ESP 300) which are used to hold and stretch
the fibre while tapering are here used to move the
sample fibre relative to the probe fibre. The probe
fibre is a tapered fibre, glued to an orthogonal fi-
bre clamp that can be brought into contact with the
sample fibre with a manual xz-micro-meter stage,
see Figure S1. 780 nm light from a Velocity 6312
diode laser is split in two parts with a fibre beam-
splitter. One part is measured directly with a Thor-
labs PDA10CS-EC photodetector for intensity sta-
bilisation. The other part is sent through the sam-
ple fibre and then measured on a identical detector.
To minimize back reflection all fibre connections
are angle polished (FC/APC) except the output of
the sample which is just cleaved. The electronic
signals from the detectors are digitalised with a
DAQ (NI PCI 6221). The probe is positioned to
scatter 40% of the total light when on the waist of
the sample. The scattering is adjusted by changing
the thickness of the probe fibre at its contact point
with the sample fibre through the z-micrometer
stage. The 40% is a compromise between high sig-
nal to noise ratio and low hysteresis as discussed
later. Both sample and probe need to be lightly
tensioned to minimise hysteresis.

In the scan data presented for fibre 1 we use

∗To whom correspondence should be addressed

Figure S1: Experimental configuration of the
probe and sample fibres. The sample fibre here
is not tapered to make it easier to see.

a step size of 0.2 um and 10 ms measurement
time. We include a 20 ms pause between mov-
ing the probe fibre and measuring the transmission
through the sample fibre, in order to allow any vi-
bration caused by the motion of the probe to die
out. Each of the transmission data points in fig-
ures 2-4a is the average of 1000 samples taken
in 10 ms with a 100 kHz sampling rate. In to-
tal we obtain an imaging rate of 15 Hz. For fi-
bre 2 we use a stepping size of 1 um and other-
wise the same parameters giving a sampling rate
of 13 Hz due to the longer step size. During the
302 scans of 600 um length the positioning system
measures its own slow drift to a total of 15 um.
To have an equal number of measurements at each
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position we bin the data in 570 bins of 1 um for
the statistical analysis, discarding the outer 15 um
at each end. The transmission drops 2.1% during
the scans. To compensate for this, the 302 scans
were normalised to the mean of the 100 right-most
points. After this we use the 450 left-most points
to determine the relative noise and find a standard
deviation of 0.70 nm±0.05 nm.

Scanning electron microscope (JEOL 7100
FEG) imaging of the tensioned ONF is made
harder by charging effects as well as electron
driven mechanical motion. These effects are alle-
viated by placing the ONF onto a silicon substrate,
and imaging the fibre with low SEM current. The
SEM pictures are taken with 30.000 times mag-
nification and 10 kV acceleration voltage. We
digitally analyse the SEM images by their bright-
ness, counting pixels which are brighter than twice
the average dark noise as fibre. The images have a
960 x 1080 pixels resolution with each pixel corre-
sponding to a scale close to 3 nm x 3 nm. To com-
pare with the scan data we average each image to
one data point. The resulting width of the nanofi-
bre is quite sensitive to the choice of threshold
value, leading to a systematic radial uncertainty of
±10 nm in the waist region for a threshold value
of 1.33 to 2.67 times the average dark noise.

Additional data
The imaging performance with thicker probes is
investigated in Supp. Figure S2. We use 4 dif-
ferent positions on the tapered probe fibre provid-
ing 4 different probe thicknesses. Figure S2 a)
shows that each probe thickness gives a different
maximum scattering at the sample waist with the
thicker probes scattering more light as expected.
The thinnest probe (blue) gives a lower signal-to-
noise ratio and we observe artefacts in 3 of the 4
scans with magnitude 0.02 in transmission. The
green points correspond to the data presented in
the main text in Figure 4. The thick probe (red
points) shows a few artefacts; especially we see
an undesired jumping near 0.4 mm and a system-
atic offset between repeated scans on the far right.
The offset on the far right is expected to be tempo-
rary deformation caused by the drag. Despite these
drawbacks the trace displays a very low noise. The

Figure S2: Resolution and hysteresis as function
of probe thickness. a) Transmission measure-
ments for 4 probe thicknesses. The data of the
medium and thick probes has been compensated
for left-right hysteresis of 5um and 6um respec-
tively (green, red). b) Resulting sample fibre ra-
diuses with η = 53%,82% and 121% of the out-
side intensity scattered. c) Zoom-in on central re-
gion of b), plotting one scan taken with each probe
thickness (thin, medium and large), as well as the
mean from the scans in figure 4 b). The data points
have been connected to aid the eye.

thickest probe (black) completely deforms the fi-
bre so even though it might have a very low noise
it is not suitable for imaging the fibre and so it is
only displayed in Figure S2 a). In Figure S2 b)
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we have modelled the radius with Eq 1 of the main
text, using η of 53%,82% and 121% for the thin,
medium and thick probes respectively, each found
by normalising at the single mode point. The scat-
tering up to η = 121% > 100% can be explained
by coupling between the inside and outside power
in the probe region, thereby allowing more than
the fraction of power in the evanescent field to be
scattered. The data shows that the model still gives
the same prediction for the radius in this regime. In
Figure S2 c) we zoom in the on the waist region.
Here it is clear that the mean of the 302 scans with
the medium probe (black trace) and the single pass
thick probe (red trace) are in very good agreement
showing that our method can reach a resolution of
the order of magnitude of 0.1 nm in a single scan.

The polarisation stability of the method and the
birefringence of the nanofibre is investigated in
Figure S3. The input polarisation of the probe
light is controlled with a 3 paddle fibre polarisa-
tion rotator. The probe is placed in the middle
of the sample and the polarisation is set to either
maximum or minimum transmission, resulting in
a difference of 10% in transmission. The sample
is then imaged for the two settings of the polari-
sation, see Figure S3a. While changes in sample
thickness give correlations in the two traces, bire-
fringence would rotate the maximum and the min-
imum towards each other giving anti-correlations
in their relative separation. To test the methods
robustness to input polarisation we derive the ra-
dius with the result shown in Figure S3b. Nor-
malization makes sure that the fibres have close
to the same thickness in the single mode point.
Birefringence and drifts in input polarsation dur-
ing the measurement would make the two traces
drift apart. To magnify the drift we take the dif-
ference between the traces shown S3c. The sys-
tematic offset comes from the individual calibra-
tions of the single mode point. The maximum dif-
ference that the polarisation could cause is 35 nm
whereas the observed separation is less than 2 nm.
This shows that there is no significant build up of
birefringence or drift in input polarization. On the
one hand setting the probe to minimum and maxi-
mum transmission gives the greatest robustness to
such drifts by suppressing the effect of polarisa-
tion to first order. On the other hand the sensitivity
to birefringence can be maximized by setting the

Figure S3: Polarisation data. a) Transmission
measurement with the polarisation set to give max-
imum and minimum transmission on the waist
for a single probe thickness. b) Radius calcu-
lated from the same data as a) with η = 92% and
η = 113% respectively. c) The difference in radius
between the traces from b).
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Figure S4: Fabrication data. a) Pattern used to dither the flame along the y-axis while pulling the sample
fibres. b) Time traces of the normalised transmission while pulling the sample fibres. Blue points are the
first sample fibre and the red points are from the second sample fibre.

polarisation to two orthogonal polarisation states
centered between the maximum and minimum.

The fibre puller setup is built around a hydrogen
torch on a Newport M-ILS150-ccha stage burn-
ing 300 sccm of pure hydrogen (Alicat flowmeter).
An optical fibre (Thorlabs 780hp) is stripped and
cleaned with acetone. The fibre is held in place by
two fibre clamps. The hydrogen torch is dithered
back and forth along the y-axis using the pattern
shown in Fig. S4 a) while streching the fibre at
constant speed. The distance between flame and
fibre along the x axis is kept constant in the first
550 seconds, and then moved back 0.2 mm to min-
imize air turbulence in the final stage of tapering.

While tapering the transmission is measured and
recorded with a 20 Hz sampling rate. The power
is stabilized as in the main experiment. In Fig-
ure S4 b) traces for the two fibres presented in the

main text are shown. The onset to multimode op-
eration around 500 seconds is slightly offset and
the traces are stopped at slightly different times.
This is caused by minor changes in the setup as-
sociated with 3 months in between pulling the two
fibres and the setup being moved. From the point
of view of transmission the final results after the
tapering are very similar with close to 98% trans-
mission.

MATLAB Code
The theory needed to model the fibre has been de-
veloped by Snyder and Love, Le Kien et al. and in
great detail by Vetsch which we follow here.1–3

We find the propagation constant of the guided
mode as function of fibre thickness and use this to
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obtain3 the fraction of power guided inside Pin(r)
Ptotal(r)

and outside Pout(r)
Ptotal(r)

of the fibre. Finding the propa-
gation constant is a numerical task, so to efficiently
make the conversion between transmission and in-
ferred radius we use a lookup table leaving η as
the only fitting parameter. The MATLAB code be-
low generates the table.

clear all
close all

%% Parameters
%wavelength
lambda=780*10^-9;
%wavenumber
k_in= 2*pi/lambda;

%refractive indices
%glass (fibre)
n1= 1.46;
% air
n2= 1;
%fibre radii from 175 nm
%to 700 nm in 0.1 nm steps
fiber_radius=175*10^-9:4*10^-10:700*10^-9;
%resolution of probagation constant of fibre,
resolution1=10000;
%propagation constants from n2*k_in to n1*k_in
beta=linspace(1.01*n2*k_in, ...

n1*k_in*0.99,resolution1);
%%
for fff=1:length(fiber_radius)
%fibre radius
a=fiber_radius(fff);

%% Propagation constant
%Designed for finding the fundamental mode
a_vs_beta=abs(besselj(0,sqrt(k_in^2*n1^2 ...
-beta.^2)'*a)...
./(besselj(1,sqrt(k_in^2*n1^2-beta.^2)'*a)...
.*(sqrt(k_in^2*n1^2-beta.^2)'*a))...
-((n1^2+n2^2)/(2*n1^2)*...
(besselk(0,sqrt(beta.^2-k_in^2*n2^2)'*a)...
+besselk(2,sqrt(beta.^2-k_in^2*n2^2)'*a))...
./(2*(sqrt(beta.^2-k_in^2*n2^2)'*a)...
.*(besselk(1,sqrt(beta.^2-k_in^2*n2^2)'*a)))...
+1./(sqrt(k_in^2*n1^2-beta.^2)'*a).^2 ...
...%-+ for finding other guided modes
-sqrt(((n1^2-n2^2)/(2*n1^2)*...

(besselk(0,sqrt(beta.^2-k_in^2*n2^2)'*a)...
+besselk(2,sqrt(beta.^2-k_in^2*n2^2)'*a))...
./(2*besselk(1,sqrt(beta.^2-k_in^2*n2^2)'*a)...
.*(sqrt(beta.^2-k_in^2*n2^2)'*a))).^2 ...
+(1*beta'/(n1*k_in).*...
(1./(sqrt(beta.^2 -k_in^2*n2^2)'*a).^2 ...
+1./(sqrt(k_in^2*n1^2-beta.^2)'*a).^2)).^2)));
%minimizing the result
% this is for single mode fibres case
if a<n1*0.40*lambda
[~,dummy4]=min(a_vs_beta);
dummy3=0;
%this is needed if there is a higher order mode
else
[~,dummy3]=max(a_vs_beta);
[~,dummy4]=min(a_vs_beta(dummy3:end));
end
beta11=beta(dummy4+dummy3);

%% Fraction of power in and out
h11=sqrt(k_in^2*n1^2-beta11^2);
q11=sqrt(beta11^2-k_in^2*n2^2);
s11=(1/(h11*a)^2+1/(q11*a)^2)...
/((besselj(0,h11*a)-1/(h11*a)...
*besselj(1,h11*a))/(h11*a*besselj(1,h11*a))...
-0.5*(besselk(0,q11*a)+besselk(2,q11*a))...
/(q11*a*besselk(1,q11*a)));

% fraction P_in/P_total=D_in
%and P_out/P_total=D_out
D_in(fff)=(1-s11)*(1+(1-s11)*beta11^2/h11^2)...
*(besselj(0,h11*a)^2+besselj(1,h11*a)^2)...
+(1+s11)*(1+(1+s11)*beta11^2/h11^2)...
*(besselj(2,h11*a)^2-besselj(1,h11*a)...
*besselj(3,h11*a));
D_out(fff)=besselj(1,h11*a)^2/...
besselk(1,q11*a)^2*((1-s11)...
*(1-(1-s11)*beta11^2/q11^2)...
*(besselk(0,q11*a)^2-besselk(1,q11*a)^2)...
+(1+s11)*(1-(1+s11)*beta11^2/q11^2)...
*(besselk(2,q11*a)^2-besselk(1,q11*a)...
*besselk(3,q11*a)));
end
%gives the theory curve of inset Fig. 3a
%in the main text, single mode point at
%transmission 0.81

eta=1-(1-0.81)/0.19;
figure
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plot(fiber_radius,(D_in+eta*D_out)./(D_in+
D_out))

xlabel('Fibre radius [m]')
ylabel('Normalised transmission')
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